MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY

ALLCO-SENSOR IV WITH PRINTER MAINTENANCE REPOF{T(RECEIVED #

. . . . , , By Carol Day at 6:26 am, Feb 13, 2015
Complete this report in duplicate at the time of the regular menthly preventative mainlens ] and,
Send copy to Department of Health and Senior Services; retain original in department file.

B, L LIS °’”§Jf,§,?§si
H60 Grest 6 L sbooco 4340

CHECKLIST Place a mark in the box by each item if found {o be satisfactory or if operating within established |imllS (Wrtte in observed val-
ues where determined.) Unmarked items must be corrected before using instrument.

K] DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

['@ TEMPERATURE OF ALCO SENSOR (10°C - 40°C)

@ PRINTER WORKING PROPERLY

@ TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURACY STANDARDS
@ SIMULATOR SOLUTION D COMPRESSED ETHANOL-GAS M!XTUI?E

B STANDARD SUPPLIER Buth lab _ or#_ YO exp. pate 35401 [0)
(X SIMULATOR TEMPERATURE (34°C +0.2°0) 34" simutator sv SDDB2E  simuLator xe pare 0 5{@ D919

E CALIBRATION CHECK -- (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard solution. All three tests must be within 5% of the standard value and must have a spread of .005 or

less. Check the box corresponding to the standard solulion being used. (PRINTOUT ATTACHED)

N ~ 0.100% STANDARD MUST P.EAD BETWEEN 0.095% and 0.105% INCLUSIVE
! 8-080% STANBARD AD B M-0.076% and 0 084% INCLUSIVE

M%WWMMWWQTWCLUSWE’—*

TEST 1 = ‘\0\ TEST 2 w iQﬂQ\ TEST 3 .('ﬂC\

KjRFI DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)
(15-19y

REFUSALS T3 (0-.04) B (05-00) O l(.m-.m) S (OVER .19)¥P

List any new parls and describe any alteration or modification that was made to restore the instrument to operate satisfactorily and within
established limits (use other side if necessary).

:'i'niSP'Ef}fiNGiﬁFFIéE__: J
S 7 B Richere] Buatte 197
Sl 10 ObftaJM(a | L3t 395000

Return completed report to the: Breath Alcohol Program, MO Department of Health and Senior Services, Southeast District Office
2875 James Boulevard
Poplar Blu#f, MO 63501

MC 580-1351 (6-10) AN EQUAL OPPORTUNITY/AFFIRMATIVE ACTION EMPLOYER
sarvices providsd on a nondiseriminatony bass

LAB-114



dayc
Received


®
5@ GUTH LABORATORIES, INC.

590 NORTH 67th STREET ® HARRISBURG, PA 17§14 4511 ® TELEPHONE: 717-564-5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 14110  of

Alcohol Reference Solution for Simulator were analyzed by

gas chromatography on May 5, 2014, using a Perkin Elmer Gas Chro:batograph
Autosystem XL S/N: 610N9030209, and found to contain 0.1206% {wivol)
ethyl alcohol. The expiration date for this lot :

number is May1,2016 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- ,2°C, this solution will give a breath alcohol

+

dnalysis instrument reading of 0.100 g/210L +/- 3%.

The alcohol and water used in this solution were

free of test interfering substances.

C/Zo/////gj%

Ted L. Pauley, Presiden
GUTH LABORATORIES, INC,

NIST Traceabifity: . ,
Testing was conducted using Cerilliant Reference Standard [of number FNI22211-02 whose

values are traceable (o NIST.
All balances are calibrated annually by
Calibration verification is done prior lo eac

an outside agency using NIST traceable weights.
h use utilizing NIST traceable weights.



T T 151 facn) —t
(x5} LT et i_% = \
- o0 [5x) — 5 .
LF E I B b R
= P bl C TR ee O
E:fl! = = T 2 * . . .
e e i ex LJ vw o
::._‘ [R5] . — i =1 A et M
LA = ' e I Sl o | i N : -
oA S BNEESst Eat R T S I . - R
wmems e T [ e !ﬂch_( é = T
a0 x| - bw T 7Y T . 1 —. SR 'Y
- [ i % - — \ !- N
i SRS P, : % T i )
o B, m . = :
. _ K Y Ty - o _ :
T e o] B 05y LT P e 3.
— :;-, it & E (i .n} ‘ A
< = a. =1 =} : h " 3
_I;I_! [ LI - M ::{t S; —':':".f ‘ -\h
~ BriL o = -Qvafbﬂ et

T =

T N I T
e e T b %) iy cg

- = f fix )} . .

oy
=t

15 B - - -

¥
ol

o

/
s {50

. ) = 1 -
g P ¥ ] . [ :9] A} YT ome IER \ﬁ\'
. - Hoom £ v ‘ '
— we i o E . [ - Vj
Ty =] LT L "
T A L j SIIEL O v NNV SRS '

F

el
f

12,1

[§Tuks
L]
H

Seripl

R

R .
R 6
- i1 —
_ A D
= B in - £
— i o
Tred o .m0 A ‘&
— 1 - o 4 A . \
5.: = 1 & N :))i \\‘ZE
a3 LI B .
e omie e el

':jg oy e ] i)

- s =

L T S Y-
5t L] i - p . .

8 % Oy

W :
] kY
[5n} .
= l ]
Lo Ry ; ‘
= - - - - = ;
= S g} i E \ !
Soal 2 IEER 1R |
) i At | - — b =t ot :
fpé il [ ,'-_:_l_‘J A= 3 E‘i -
=R ’(‘; TP R gl
— ~ i u\\‘ 2 : et
g o e e NIRRT
i ¥ - B - i) " i T
P& Ty 1o = i i o I :
SN RE=R LR BRE P CEN
\ T [ ey Rk - o . ___,,F
I A



STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

- PERMIT
TYPE Il

RICHARD BEATTIE

uclors, inspeci, calibrate, perform field service and repairs,

is hereby authorized 1o instruct and supervise operalors, train instr
and operate the foliowing breaih analyzer(s): :

DATAMASTER, INTOX EC/IR IL, ALC O-SENSOR IV W/PRINTER

of blood from a sample of expired air. Permit issued under the provisions of sections

for the determination of the alcoholic content

577.020 through 577.041, RSMo and 306.111 through 306,118 RSMo. e

oare 61122014
DIRECTOR OF STATE PUBLIC HEALTH LABORATORY
numeen 240268 H0.0 Yuols ”Qj
6/12/2016 )

EXPIRES
DIRECTOR OF DEPARTMENT OF HEALTH AND SENIOR SERVICES

A0 580-0771 (6-1G) EAB-$ {RE-10)

g STATE OF MISSOURI
~ DEPARTIENT OF HEALTH ‘AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

557 INSTRUMENT OPERATOR CARD

The named cardholder is authorized to operale an evidantial breath alcohal
instrumnent for the delemmination of the akoholis conlent in breath form of expired ak|

R

Operator  BEATTIE, RICHARD
Permit No 240268
Date lssued 6/12/2014  Date Expires /1212016




